Site location and requirements for the installation of a nuclear magnetic resonance scanning unit.
The installation of a nuclear magnetic resonance unit in any diagnostic facility involves certain location and environmental requirements. Based on our experience with the FONAR QED 80 system, we have delineated the major factors which must be considered when planning for such an installation. The major requirements are location and space. Suggested layouts for the suite and the control room are included. Certain environmental specifications will vary depending on the location of the facility and the type of unit installed.